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Art.Nr. 04820.7

EDDY

Connect Eddy to your corpuls simulation kit using the default PIX-Link router. 

On the monitor iPad, swipe in from the right screen edge to view connection options 
Tap “Scan for Manikin”. Select the manikin when it appears.

Confirm Eddy is connected by doing some chest compressions. You should see CPR 
feedback on the screen.

When you turn the manikin on, it will immediately try to connect to the last network it 
was connected to. If the manikin cannot establish a connection after approximately 15 
mins, it will default back to it’s original PIX-Link router network.

How to change the manikins Wi-Fi network to your corpuls simulation kit

Swipe in from the right screen
edge to view connection options
and click „Settings“.

Update the Wi-Fi SSID & password 
to match the router of your
choice. Press the arrow to save 
these settings.

After updating the Wi-Fi settings, 
wait for 30 seconds. Turn off the 
manikin and then power on again.

Connect both iPads to the new 
Wi-Fi network. The mini PIX-Link 
router can now be turned off. 



Tap “Rescan devices”

Select the manikin appearing in 
the “Available Devices” table and 
tap “Connect Device”

On the control iPad, select
spontaneous or manual breaths

Confirm connection by doing
chest compressions. You should
see CPR feedback on the screen.

Connect the CSIM iPads to the
Wi-Fi network: „iSimulate-5.0“
(Pw: iSimulate2012)

Turn on Eddy.
Eddy will connect to the Wi-Fi
network of the PIX-Link router
automatically. 

Instructor-iPad Monitor-iPad

EDDY – How to start

iSimulate-5.0

iSimulate-5.0WLAN

Power on the provided PIX-Link 
router  – Wi-Fi will automatically 
establish itself

How to connect Eddy & your corpuls simulation kit

Start a scenario as normal using 
the control and monitor iPad.

On the monitor iPad, swipe in 
from the right screen edge to
view connection options.


